1-1-2013

Performance uniformity evaluation of two SensL's SiPM modules

Lachlan Chartier  
*University of Wollongong, lc752@uowmail.edu.au*

Yujin Qi  
*University of Wollongong, yujin@uow.edu.au*

Marco Petasecca  
*University of Wollongong, marcop@uow.edu.au*

Peter Ihnat  
*University of Wollongong, pihn@uow.edu.au*

Michael L. F Lerch  
*University of Wollongong, mlerch@uow.edu.au*

*See next page for additional authors*

Follow this and additional works at: [https://ro.uow.edu.au/eispapers](https://ro.uow.edu.au/eispapers)

Part of the Engineering Commons, and the Science and Technology Studies Commons

Research Online is the open access institutional repository for the University of Wollongong. For further information contact the UOW Library: research-pubs@uow.edu.au
Performance uniformity evaluation of two SensL's SiPM modules

Abstract
Minimization of the channel-to-channel variation of silicon photomultiplier (SiPM) array is of great importance in achieving high performance for SiPM based imaging detectors. The purpose of this study was to characterize the operating parameters of a large-area SiPM based detector module with 12x12 pixel array (SensL's ArraySM-4P9) in order to develop an optimal multiplexing readout for high-resolution SPECT imaging. Two versions of SensL's SiPM arrays were investigated in this study. The previous ArraySL-4 version has an array of 4x4 pixels with 3x3mm2 pixel size and the new ArraySM-4p9 version consists of a 3x3 matrix of the 4x4 pixels SiPM modules. The current versus voltage (I-V) characteristics of individual SiPM pixels were measured to extract information of its breakdown voltage and dark current. The energy spectrum of individual pixels coupling with a 1x1x3mm3 LYSO crystal was measured using 22Na and 137Cs sources. The test results show that the previous ArraySL-4 version has larger channel-to-channel variations in breakdown voltage and dark current than the newer ArraySM-4p9 version. The new large-area ArraySM-4P9 SiPM module with 12x12 pixels shows very small breakdown voltage variations within ±0.1V at operating voltage of ∼27V and dark current variations within ±0.4nA of ∼1nA over the entire 144 pixel elements. The measured energy resolution of an individual SiPM pixel with a 1x1x3mm3 LYSO crystal is ∼16% at energy of 662keV. In conclusion, the new SensLs ArraySM-4p9 ArraySM has much better improved property than the previous ArraySL-4 version. The excellent performance uniformity of the large-area ArraySM-4P9 SiPM module is good for multiplexed readout approach in the development of high-performance and cost-effective compact imaging detectors. 2013 IEEE.

Keywords
performance, evaluation, modules, sipm, 039, sensl, uniformity, two

Disciplines
Engineering | Science and Technology Studies

Publication Details

Authors
Lachlan Chartier, Yujin Qi, Marco Petasecca, Peter Ihnat, Michael L. F Lerch, Anatoly B. Rosenfeld, and Benjamin Tsui

This conference paper is available at Research Online: https://ro.uow.edu.au/eispapers/4429
Performance uniformity evaluation of two SensL’s SiPM modules

Lachlan Chartier, Yujin Qi, Macro Petasecca, Peter Ilnat, Michael Lerch, Anatoly Rosenfeld, Benjamin MW Tsui

Abstract—Minimization of the channel-to-channel variation of silicon photomultiplier (SiPM) array is of great importance in achieving high performance for SiPM based imaging detectors. The purpose of this study was to characterize the operating parameters of a large-area SiPM based detector module with 12x12 pixel array (SensL’s ArraySM-4P9) in order to develop an optimal multiplexing readout for high-resolution SPECT imaging. Two versions of SensL’s SiPM arrays were investigated in this study. The previous ArraySL-4 version has an array of 4x4 pixels with 3x3mm² pixel size and the new AaraySM-4p9 version consists of a 3x3 matrix of the 4x4 pixels SiPM modules. The current versus voltage (I-V) characteristics of individual SiPM pixels were measured to extract information of its breakdown voltage and dark current. The energy spectrum of individual pixels coupling with a 1x1x3mm³ LYSO crystal was measured using ²²Na and ¹³³Cs sources. The test results show that the previous ArraySL-4 version has larger channel-to-channel variations in breakdown voltage and dark current than the newer ArraySM-4p9 version. The new large-area ArraySM-4P9 SiPM module with 12x12 pixels shows very small breakdown voltage variations within ±0.1V at operating voltage of ~27V and dark current variations within ±0.4nA of ~1nA over the entire 144 pixel elements. The measured energy resolution of an individual SiPM pixel with a 1x1x3mm³ LYSO crystal is ~16% at energy of 662keV. In conclusion, we have evaluated two versions of SensL’s SiPM modules of ArraySL-4 and ArraySM-4p9. The current versus voltage (I-V) curve of the individual SiPM pixels was measured. Then the breakdown voltage and dark current of each pixel were extracted. The channel-to-channel variations of individual SiPM pixels in terms of breakdown voltage, dark current, gain and energy resolution would be studied.

I. INTRODUCTION

In recent years Silicon Photomultipliers (SiPM) has been arousing considerable attention and interest for applications in nuclear molecular imaging [1-2], because of its appealing properties of great compactness with high gain (~10⁶), fast response, low power consumption and insensitive to the magnetic field [3-6]. The feasibility of the SiPM used for the development of high-resolution compact PET and SPECT has been studying by many research groups.

Recent advancements of SiPM array photo-detector technology provide a great opportunity to develop high-performance and cost-effective compact detectors for MR-compatible PET and SPECT systems. However, the design and development of high-resolution detector modules based on the SiPM array into a practical imaging system still present great challenges. Optimizing the coupling between scintillation crystals and SiPMs, light sharing among elements of the SiPM array, and multiplexed readout schemes are crucial for the detector module to achieve maximal performance.

SensL’s ArraySM-4p9 module is a large-area SiPM module with 12x12 pixels [7]. It’s suitable to build the SPECT detector module to provide a relative larger imaging field-of-view. Since the performances of the individual SiPM elements are very sensitive to its operating bias voltage, it’s very essential to minimize the channel-to-channel variations of SiPM array in order to develop an optimal multiplexed readout to achieve maximal performance.

In this study, we have evaluated two versions of SensL’s SiPM modules of ArraySL-4 and ArraySM-4p9. The current versus voltage (I-V) curve of the individual SiPM pixels was measured. Then the breakdown voltage and dark current of each pixel were extracted. The channel-to-channel variations of individual SiPM pixels in terms of breakdown voltage, dark current, gain and energy resolution would be studied.

II. MATERIALS AND METHODS

Two SensL’s SiPM array modules of ArraySL-4 and ArraySM-4p9 (shown in Fig. 1) are used in this study. SensL’s ArraySL-4 is an old version of small-area SiPM module with 4x4 pixels while ArraySM-4p9 is a large-area SiPM module which consists of a 3x3 matrix of SiPM arrays, each with 4x4 pixels. The active area of ArraySM-4p9 module is ~45x45mm². Both modules have a same pixel size of 3x3 mm², shown in Fig. 1. A special adapt circuit board was made for the ArraySM-4p9 module to lead its 144 pixel signals out for the individual pixel measurements, shown in Fig. 2.

Manuscript received November 22, 2013. This work was supported in part by the URC small grant of University of Wollongong. Lachlan Chartier, Yujin Qi, Macro Petasecca, Michael Lerch, Anatoly Rosenfeld, are with the Centre for Medical Radiation Physics, University of Wollongong, NSW 2522, Australia (e-mail: yujin@uow.edu.au).

Benjamin MW Tsui is with the Division of Medical Imaging Physics, Department of Radiology, Johns Hopkins University, Baltimore, US (e-mail: btsui@jh.edu).
The current versus voltage (I-V) characteristics of individual SiPM pixel elements were measured using a setup which consists in a Keithly 230 programmable power supply, Keithly 614 electrometer and Keithly 199 multimeter with Labview software control platform. The spectral performances of individual SiPM pixels were evaluated with a 1x1x3mm\(^3\) LYSO crystal using \(^{22}\text{Na}\) and \(^{137}\text{Cs}\) sources. The silicone grease was used to couple between the crystal and the SiPM pixel. The energy spectrum of each pixel was measured using the Amptek 8000A MCA.

III. RESULTS

A. Results from the ArraySL-4 module

The measured I-V characteristics of 16 pixels of the ArraySL-4 module are shown in Fig. 3. Four pixels (labeled as B, D, I and K) show significant poor I-V characteristics with large dark current gradients before the breakdown voltages and slow curvatures after the breakdown voltages.

![Fig.3 Measured I-V characteristics of all 16 pixels of the ArraySL-4 module.](image)

The extracted breakdown voltage for each pixel is shown in Table 1. The average breakdown voltage is about 26.9V which is slightly lower than the manufacture’s value of 27.5V at the room temperature.

<table>
<thead>
<tr>
<th>Pixel Label</th>
<th>A</th>
<th>B</th>
<th>C</th>
<th>D</th>
<th>E</th>
<th>F</th>
<th>G</th>
<th>H</th>
<th>I</th>
<th>J</th>
<th>K</th>
<th>L</th>
<th>M</th>
<th>N</th>
<th>O</th>
<th>P</th>
</tr>
</thead>
</table>

All values have a measured error of ±0.07V

![Table 1: The extracted breakdown voltage for each pixel of ArraySL-4 module](image)

The spectral performance uniformity of individual pixels has been evaluations with a 1x1x3mm\(^3\) LYSO scintillation crystal using \(^{22}\text{Na}\) and \(^{137}\text{Cs}\) sources. The measured energy spectra from a typical good SiPM pixel are shown in Fig.3. Then the pixel-to-pixel gain variations can be estimated from the energy photo-peak position variations shown in Fig.4. We estimate that the pixel-to-pixel gain variations are within ~18% if excluding pixel #3.

![Fig.3 Measured energy spectrum from a typical SiPM pixel with a 1x1x3mm\(^3\)LYSO crystal using \(^{22}\text{Na}\) (top) and \(^{137}\text{Cs}\) (bottom) source at bias voltage of 30V](image)

![Fig.4 Measured pixel-to-pixel variation of ArraySL-4 with a 1x1x3mm\(^3\) LYSO crystal at bias voltage of 30V using \(^{22}\text{Na}\) and \(^{137}\text{Cs}\) sources. (a): energy peak position variations; (b): pixel-to-pixel variation of the peak-position difference between 662 keV and 511 keV.](image)
The energy resolutions from individual pixels are also measured, shown in Fig. 5. The average energy resolutions are ~16% at gamma-rays energy of 662 keV and ~19% at energy of 511 keV as comparing to the measured energy resolution of ~13.6% with a standard PMT at 511 keV.

B. Results from the ArraySM-4p9 module

The measured I-V characteristics of ArraySM-4p9 module are shown in Fig. 6. All the 144 pixels show the consistent I-V characteristics. There is no particular poor pixel in this module. The channel-to-channel variation in breakdown voltages is shown in Fig.6. It shows very small variations of ±0.1V around the nominal 27V within the measurement error of ±0.1V. The channel-to-channel variation in average dark currents is shown in Fig.7. It shows a small variation of ±0.4nA around 1nA. These indicate that the ArraySM-4p9 module has very good uniformity over its 144 pixels.

IV. CONCLUSION AND DISCUSSION

We have evaluated the performance of two SiPM array modules from the SensL’s ArraySL and ArraySM series. The preliminary results show that SensL’s ArraySM series has much better performance property than its old version of ArraySL series. The large-area ArraySM-4p9 module shows excellent performance uniformity which is very good for multiplexing readout approach to develop high-performance and cost-effective compact imaging detectors. The spectral performances of the ArraySM-4p9 module are still undergoing and then the multiplexing readout for it will be developed for MR-compatible SPECT detector module.

REFERENCES